US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/3/2013

Sample Number
1306016-002
TCR

Sample Number
1306016-003
TCR

Sample Number
1306016-004
TCR

Sample Number
1306016-005
TCR

ND = Non-detect

Sampler: IC

Location Collection

1H-16 Time

Prego Italian Deli, 210 7th 12:20

St. SE

Location Collection

1H-19 Time

Ouley Hair Gallery, 1813 13:30

West Virginia Ave. NE

Location Collection

3H-15 Time

Avenue Market 5010 New ~ 14:00

Hampshire Ave NW

Location Collection

A1H-10 Time
10:30

Subway Restaurant 4518
Benning Rd SE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Report Number: FW- W1306016

Received Date and Time: 6/3/2013 2:57:35 PM

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.75
23.4
0.14
35

Result

7.80
24.4
0.13
34

Result

7.68
24.0
0.12
2.6

Result

7.74
23.9
0.15
3.4

pH
IC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH

mg/L
mg/L

Received By: JCross

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
ScCollector

SCollector

Analyst

SCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
SCollector

SCollector



Sample Number

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

1306016-006
TCR

Sample Number
1306016-007
TCR

Sample Number
1306016-008
TCR

ND = Non-detect

Location Collection
AlH-11 Time
Quality Wash Laundromat ~ 10:00
3915 Dix St NE

Location Collection
A2H-2 Time

Fort Davis Exxon, 3825 11:30
Alabama Ave, SE

Location Collection
L-23 Time
McDonalds, 1635 Benning 9:30

Rd NE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Report Number: FW- W1306016

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result

7.76
24.3
0.14
3.4

Result

7.80
23.7
ND
2.0

Result

7.72
24.0
0.14
3.1

pH

mg/L
mg/L

pH
IC
mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analyst

ScCollector
SCollector
SCollector

SCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306016

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



District of Columbia Water and Sewer

Authority

Maureen Schmelling

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/3/2013

Sample Number
1306017-002
TCR

Sample Number
1306017-003
TCR

Sample Number
1306017-004
TCR

Sample Number
1306017-005
TCR

ND = Non-detect

Sampler: HB

Location Collection  Type Parameter
1H-21 Time
FH #7 414 8th St. SE 12:20  Dist
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
3H-1 Time
Wagshals Deli, 4855 Mass ~ 14:20 Dist.
Ave. NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
AlH-4 Time
FH #19 2813 Penn Ave SE 11145 Dist.
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
A2H-1 Time
11:15 Dist.

BP Gas Station, 2801
Alabama Ave, SE

pH
Temperature
Free CI2
Total CL2

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Report Number: FW- W1306017

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Received Date and Time: 6/3/2013 3:17:40 PM

Result

7.55
23.2
ND
2.8

Result

7.48
23.5
ND
3.0

Result

7.50
23.2
ND
3.4

Result

7.51
24.8
0.11
3.2

pH
IC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

Received By: JCross

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
SCollector

SCollector



Washington Aqueduct Laboratory

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location

1306017-006 A2H-3
Eddie Leonard
TCR Laundromat, 2107

Alabama Ave SE

Reviewed By:

US Army Corps of Engineers

Lab Certification Number: DC00005

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306017

Collection  Type Parameter
Time
10:45 Dist.

pH
Temperature
Free CI2
Total CL2

h".-,;*{%d:’ ,{ : IL/fLH e

Method

COMP
COMP
COMP
COMP

Michael Chicoine, Laboratory Manager

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

RDL

0.1
0.1

Result

7.58
24.2
ND
34

pH

mg/L
mg/L

Analysis
Date

6/3/2013
6/3/2013
6/3/2013
6/3/2013

7/2/2013
Date

Analyst

ScCollector
SCollector
ScCollector

SCollector



District of Columbia Water and Sewer

Authority

Maureen Schmelling

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/4/2013

Sample Number
1306026-002
TCR

Sample Number
1306026-003
TCR

Sample Number
1306026-004
TCR

Sample Number
1306026-005
TCR

ND = Non-detect

Sampler: BS
Location Collection  Type Parameter
1H-10 Time
ANNE M. GODING SCH., ~ 9:26 Dist.
900 F ST NE
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
1H-18 Time
Bread for the city, 1525 10:23 Dist.
7th St NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
2H-20 Time
FH #21, 1763 Lanier P! 11:57 Dist.
NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
2H-3 Time
12:18 Dist.

Golden Scissors, 3062 Mt.
Pleasant St NW

pH
Temperature
Free CI2
Total CL2

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Report Number: FW- W1306026

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Received Date and Time: 6/4/2013 2:55:26 PM

Result

7.72
23.7
ND

2.66

Result

7.65
24.1
0.10
3.46

Result

7.72
23.7
ND

3.28

Result

7.76
24.5
ND

3.42

pH
IC
mg/L
mg/L

pH

mg/L
mg/L

pH
iC
mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306026-006
TCR

Sample Number
1306026-007
TCR

Sample Number
1306026-008
TCR

Sample Number
1306026-009
TCR

ND = Non-detect

Location
2H-5

Dedicated Sampler, 3104
Georgia Ave. NW

Location
3H-2

FH #31, 4930 Connecticut

Ave NW

Location
4H-7

Magruders Grocery, 5626

Connecticut Ave NW

Location
L-16

EPA 1201 Constitution
Avenue NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Field Data Report

Collection
Time
12:46

Collection
Time
11:04

Collection
Time
11:24

Collection
Time
8:32

Report Date: 7/2/2013

Report Number: FW- W1306026

Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1

Result

7.73
24.6
ND

3.20

Result

7.70
24.0
ND

3.20

Result

7.71
24.3
ND

3.24

Result

7.50
24.5
ND

1.25

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001
Sample Number Location

1306026-010 L-19
Subway Restaurant, 815
TCR H St. NE
Reviewed By:

h".-,;*{%;,{’ ,{ : {/f:_,m-, ol

US Army Corps of Engineers

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306026

Collection  Type Parameter

Time
9:44 Dist.
pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Michael Chicoine, Laboratory Manager

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

RDL

0.1
0.1

Result

7.69
24.5
ND

3.74

pH

mg/L
mg/L

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

7/2/2013
Date

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/4/2013 Sampler: HB
Sample Number Location Collection
Ti
1306028-002 1H-3 ime
FH #1, 2225 M St. NW 14:40
TCR
Sample Number Location Collection
1306028-003 1H-4 Time
FH #23, 2119 G St. NW 13:50
TCR
Sample Number Location Collection
1306028-004 4H-4 Time
Tenley Minimarket, 4326 8:20
TCR Wisconsin Ave NW
Sample Number Location Collection
1306028-005 AlH-8 Time
11:40

My 3 Sons Barber Shop,

TCR 3125 MLK Ave SE

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Report Number: FW- W1306028

Received Date and Time: 6/4/2013 3:38:02 PM

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result
750 pH
24.4 IC
ND mg/L
34 mg/L

Result
7.52 pH
24.8 iC
0.10 mg/L
3.1 mg/L

Result
7.52 pH
22.2 iC
0.10 mg/L
3.7 mg/L

Result
7.46  pH
23.6 iC
ND mg/L
2.4 mg/L

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Received By: JCross

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
SCollector

SCollector



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306028-006
TCR

Sample Number
1306028-007
TCR

Sample Number
1306028-008
TCR

Sample Number
1306028-009
TCR

ND = Non-detect

Location
A1H-12

Mai Nails, 4017 South
Capitol St NW

Location

L-1

Dept of Interior, 1951
Constitution Avenue NW

Location
L-12
Blue Plains Wastewater

Trtmt, 5000 Overlook Ave
SW

Location
L-20

Subway Restaurant, 525
School St SW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
11:05

Collection
Time
12:55

Collection
Time
10:25

Collection
Time
12:10

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306028

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result
7.60 pH
23.0 iC
ND mg/L
25 mg/L

Result
754  pH
24.1 IC
0.12 mg/L
3.7 mg/L

Result
830 pH
25.2 IC
ND mg/L
0.6 mg/L

Result
7.48 pH
24.1 iC
ND mg/L
3.6 mg/L

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analysis
Date

6/4/2013
6/4/2013
6/4/2013
6/4/2013

Analyst

ScCollector
SCollector
SCollector

SCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306028

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Collection Date: 6/5/2013

Sample Number

1306040-002

Sample Number

1306040-003

Sample Number
1306040-004

Sample Number

1306040-005

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sampler: CW

Location
1H-13

McDonalds, 2228 New
York Ave NE

Location
1H-14
FH #12, 2225 5th St. NE

Location

2H-6

FH #17, 1227 Monroe St,
NE

Location
2H-7

FH #26 & #15, 1340
Rhode Island Ave NE

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
10:00

Collection
Time
11:00

Collection
Time
11:30

Collection
Time
10:30

Report Date: 7/2/2013

Report Number: FW- W1306040

Received Date and Time: 6/5/2013 3:55:47 PM

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.63
23.0
ND
34

Result

7.59
24.5
0.10
3.6

Result

7.53
24.6
0.11
3.7

Result

7.55
23.0
0.10
3.7

pH
IC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Received By: TPasquale

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
SCollector

SCollector



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306040-006
TCR

Sample Number
1306040-007
TCR

Sample Number
1306040-008
TCR

Sample Number
1306040-009
TCR

ND = Non-detect

Location
2H-8

DC Public Library, 1801
Hamlin St NE

Location
3H-13

Midtown Barbershop, 120

Kennedy St NW

Location
3H-14

Spicy Delight, 308 Carroll
St. NW

Location
4H-2

McDonalds, 7425 Georgia

Ave NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
14:00

Collection
Time
12:00

Collection
Time
13:20

Collection
Time
12:45

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306040

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.59
22.6
ND
2.0

Result

7.51
24.0
ND
31

Result

7.52
24.6
ND
2.8

Result

7.53
25.0
0.10
3.0

pH
iC
mg/L
mg/L

pH
IC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analyst

ScCollector
SCollector
SCollector

SCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector

Analyst

SCollector
SCollector
ScCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306040

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result Analysis
AlH-5 Time Date
1306040-010 : ) .
BP Gas Station, 5207 9:00 Dist.
TCR Nannie Helen Burroughs
Ave NE
pH COMP 7.60 pH 6/5/2013
Temperature COMP 205 |C 6/5/2013
Free CI2 COMP 0.1 ND mg/L  6/5/2013
Total CL2 COMP 0.1 3.0 mg/L  6/5/2013
Sample Number  Location Collection Type Parameter Method RDL Result Analysis
L-11 Time Date
1306040-011 - _ .
FH #27, 4201 Minnesota 9:30 Dist.
TCR Ave NE
pH COMP 761 pH  6/5/2013
Temperature COMP 220 |C 6/5/2013
Free CI2 COMP 0.1 0.10 mg/L  6/5/2013
Total CL2 COMP 0.1 2.9 mg/L  6/5/2013

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013

Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306038

Collection Date: 6/5/2013 Sampler: HB Received Date and Time: 6/5/2013 3:12:46 PM Received By: ECave
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-21 Time Date
1306038-002 - . .
FH #7, 414 8th St SE 1310 Dist.
TCR
pH COMP 7.55 pH 6/5/2013 SCollector
Temperature COMP 24.2 iC 6/5/2013 SCollector
Free CI2 COMP 0.1 ND mg/L  6/5/2013 SCollector
Total CL2 COMP 0.1 34 mg/L  6/5/2013 ScCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
Time Date
1306038-003 AlH-4 . ,
FH #19, 2813 12:40  Dist
TCR Pennsylvania Ave SE
pH COMP 7.54 pH 6/5/2013 SCollector
Temperature COMP 24.0 \C 6/5/2013 SCollector
Free CI2 COMP 0.1 0.10 mg/L  6/5/2013 SCollector
Total CL2 COMP 0.1 3.2 mg/L  6/5/2013 SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
A2H-1 Time Date
1306038-004 i ] .
BP Gas Station, 2801 12:05  Dist
TCR Alabama Ave, SE
pH COMP 7.51 pH 6/5/2013 SCollector
Temperature COMP 244 |C 6/5/2013 ScCollector
Free CI2 COMP 0.1 ND mg/L  6/5/2013 SCollector
Total CL2 COMP 0.1 3.6 mg/L  6/5/2013 SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
L-13 Time Date
1306038-005 : ] .
FH#15, 2101 14th St SE 10:55 Dist.
TCR
pH COMP 7.56 pH 6/5/2013 SCollector
Temperature COMP 238 |C 6/5/2013 ScCollector
Free CI2 COMP 0.1 ND mg/L  6/5/2013 SCollector
Total CL2 COMP 0.1 2.4 mg/L  6/5/2013 SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306038-006
TCR

Sample Number
1306038-007
TCR

Sample Number
1306038-008
TCR

Sample Number
1306038-009
TCR

ND = Non-detect

Location

L-6

Amidon Elementary
School, 401 Eye St SW

Location
L-22

Subway Restaurant, 406
1st St SE

Location
A2H-3

Eddie Leonard
Laundromat, 2107
Alabama Ave SE

Location

1H-9

Eastern High School,
1700 East Capitol St NE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
14:10

Collection
Time
13:40

Collection
Time
11:35

Collection
Time
10:10

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306038

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result
754 pH
24.4 iC
ND mg/L
3.6 mg/L

Result
7.48 pH
24.5 IC
ND mg/L
3.0 mg/L

Result
7.52 pH
25.9 IC
0.11 mg/L
34 mg/L

Result
753 pH
24.2 iC
ND mg/L
3.0 mg/L

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analysis
Date

6/5/2013
6/5/2013
6/5/2013
6/5/2013

Analyst

ScCollector
SCollector
SCollector

SCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306038

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306039

Collection Date: 6/5/2013 Sampler: AB Received Date and Time: 6/5/2013 3:45:37 PM Received By: BSmith
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-1 Time Date
1306039-002 h ) .
FH #9, 1617 U St NW 8:48 Dist.
TCR
pH COMP 7.77 pH 6/6/2013 SCollector
Temperature COMP 21.3 iC 6/6/2013 SCollector
Free CI2 COMP 0.1 ND mg/L  6/6/2013 SCollector
Total CL2 COMP 0.1 3.2 mg/L  6/6/2013 ScCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306039-003 1H-2 Time ,
FH#16, 1018 13th StNw 927 Dist.
TCR
pH COMP 7.55 pH 6/6/2013 ScCollector
Temperature COMP 24.3 \C 6/6/2013 SCollector
Free CI2 COMP 0.1 0.10 mg/L  6/6/2013 SCollector
Total CL2 COMP 0.1 35 mg/L  6/6/2013 SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-22 Time Date
1306039-004 B ] .
Safeway, 4865 MacArthur 1515 Dist.
TCR Blvd NW
pH COMP 7.72 pH 6/6/2013 SCollector
Temperature COMP 25.1 iC 6/6/2013 ScCollector
Free CI2 COMP 0.1 ND mg/L  6/6/2013 SCollector
Total CL2 COMP 0.1 3.6 mg/L  6/6/2013 SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
3H-11 Time Date
1306039-005 : ] .
CVS Pharmacy, 3327 13:18 Dist.
TCR Connecticut Ave NW
pH COMP 7.63 pH 6/6/2013 SCollector
Temperature COMP 244 |C 6/6/2013 ScCollector
Free CI2 COMP 0.1 0.10 mg/L  6/6/2013 SCollector
Total CL2 COMP 0.1 3.6 mg/L  6/6/2013 SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location Collection
1306039-006 ALH-3 Time
Birney Elementary 2501 1155
TCR MLK Ave SE
Sample Number Location Collection
Ti
1306039-007 L-4 'me
Harbor Police Station, 550 10:27
TCR Water St SW
Sample Number Location Collection
1306039-008 L-3 Time
Dept of Agriculture, 1400 10:00
TCR Independence Ave SW
Sample Number Location Collection
1306039-009 L-7 Time
10:50

TCR

ND = Non-detect

South West Health Center
850 Delaware Ave., SW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306039

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result

7.66
23.4
ND
3.0

Result

7.72
21.9
ND
2.9

Result

7.60
243
ND
3.2

Result

7.70
23.2
ND
3.3

pH
iC
mg/L
mg/L

pH
IC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analyst

ScCollector
SCollector
SCollector

SCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector

Analyst

SCollector
SCollector
ScCollector

SCollector



US Army Corps of Engineers

Washington Aqueduct Laboratory

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Lab Certification Number: DC00005

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306039

Sample Number  Location Collection Type Parameter Method RDL Result Analysis
Time Date
1306039-010 L-8 _ .
DC Inspection Station, 1121 Dist.
TCR 1001 Half St SW
pH COMP 770 pH  6/6/2013
Temperature COMP 234 |C 6/6/2013
Free CI2 COMP 0.1 ND mg/L  6/6/2013
Total CL2 COMP 0.1 3.1 mg/L  6/6/2013
A [ f -
. 1 ) 3! -
Reviewed By: h'-.-'fx{u .f, oL .
Y el (et 7/2/2013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analyst

ScCollector
SCollector
ScCollector

ScCollector



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/6/2013

Sample Number
1306045-002
TCR

Sample Number
1306045-003
TCR

Sample Number
1306045-004
TCR

Sample Number
1306045-005
TCR

ND = Non-detect

Location
2H-20

FH #21, 1763 Lanier PI
NW

Location
2H-3

Golden Scissors, 3062 Mt.
Pleasant St NW

Location
3H-2

FH #31, 4930 Connecticut
Ave NW

Location
4H-7

Magruders Grocery, 5626
Connecticut Ave NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Sampler: HB

US Army Corps of Engineers

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306045

Received Date and Time: 6/6/2013 12:00:12 PM

Collection  Type Parameter
Time
10:20 Dist.
pH
Temperature
Free CI2
Total CL2
Collection  Type Parameter
Time
10:50 Dist.
pH
Temperature
Free CI2
Total CL2
Collection  Type Parameter
Time
8:40 Dist.
pH
Temperature
Free CI2
Total CL2
Collection  Type Parameter
Time
9:15 Dist.
pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.54
24.5
ND
3.8

Result

7.56
24.8
0.11
3.9

Result

7.44
24.2
ND
3.0

Result

7.53
24.1
0.10
3.1

pH
IC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Received By: JCross

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
ScCollector

SCollector

Analyst

SCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
SCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306045

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306051

Collection Date: 6/6/2013

Sampler: BS

Sample Number Location Collection  Type Parameter
1306051-002 1H-21 Time ,
FH #7, 414 8th St SE 12:22 - Dist
TCR
pH
Temperature
Free CI2
Total CL2
Sample Number Location Collection  Type Parameter
1306051-003 3H-1 Time ,
Wagshals Deli, 4855 7:42 Dist.
TCR Massachusetts Ave NW
pH
Temperature
Free CI2
Total CL2
Sample Number Location Collection  Type Parameter
1306051-004 AlH-4 Time ,
TCR Pennsylvania Ave SE
pH
Temperature
Free CI2
Total CL2
Sample Number Location Collection  Type Parameter
1306051-005 A2H-1 Time ,
10:57 Dist.

TCR

ND = Non-detect

BP Gas Station, 2801
Alabama Ave, SE

pH
Temperature
Free CI2
Total CL2

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Received Date and Time: 6/6/2013 2:59:48 PM

Result

7.68
23.8
ND

3.58

Result

7.51
23.3
ND

2.82

Result

7.66
23.3
0.11
2.68

Result

7.63
25.0
0.10
2.98

pH
IC
mg/L
mg/L

pH
iIC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



District of Columbia Water and Sewer

Authority

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306051-006
TCR

Sample Number
1306051-007
TCR

Sample Number
1306051-008
TCR

Sample Number
1306051-009
TCR

ND = Non-detect

Location
L-13

FH #15, 2101 14th St SE

Location
L-6
Amidon Elementary

School, 401 Eye St SW

Location
L-22

Subway Restaurant, 406

1st St SE

Location
A2H-3
Eddie Leonard

Laundromat, 2107
Alabama Ave SE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
11:20

Collection
Time
13:48

Collection
Time
8:53

Collection
Time
10:40

Report Date: 7/2/2013

Report Number: FW- W1306051

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.63
25.2
ND

2.82

Result

7.61
24.4
0.11
3.54

Result

7.64
23.8
ND

3.22

Result

7.65
245
ND

3.20

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analysis
Date

6/6/2013
6/6/2013
6/6/2013
6/6/2013

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers

Washington Aqueduct Laboratory

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Lab Certification Number: DC00005

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306051

Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-9 Time Date
1306051-010 - _ .
Eastern High School, 10:06 Dist.
TCR 1700 East Capitol St NE
pH COMP 7.63 pH 6/6/2013 BSmith
Temperature COMP 24.1 iC 6/6/2013 BSmith
Free CI2 COMP 0.1 0.13 mg/L  6/6/2013 BSmith
Total CL2 COMP 0.1 3.18 mg/L  6/6/2013 BSmith
A [ y -
. 1 ) 3! -
Reviewed By: h'-.-'c*{uu.{ .f, oL .
Y ‘/f"""” i 7/2/2013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306073

Collection Date: 6/10/2013 Sampler: IC Received Date and Time: 6/10/2013 3:26:48 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-3 Time Date
1306073-002 B . .
FH #1, 2225 M St. NW 13:50 Dist.
TCR
pH COMP 7.66 pH 6/10/2013  ScCollector
Temperature COMP 23.9 iC 6/10/2013  SCollector
Free CI2 COMP 0.1 0.11 mg/L 6/10/2013  SCollector
Total CL2 COMP 0.1 2.9 mg/L  6/10/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
; ate
1306073-003 1H-4 Time ,
FH #23, 2119 G St. NW 14:30 Dist.
TCR
pH COMP 761  pH 6/10/2013  SCollector
Temperature COMP 23.6 \C 6/10/2013  SCollector
Free CI2 COMP 0.1 0.13 mg/L  6/10/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L  6/10/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
3H-16 Time Date
1306073-004 - ] .
Subway Restaurant 2216 15:15 Dist.
TCR Wisconsin Ave NW
pH COMP 7.58 pH 6/10/2013  ScCollector
Temperature COMP 23.1 iC 6/10/2013  ScCollector
Free CI2 COMP 0.1 0.12 mg/L  6/10/2013  SCollector
Total CL2 COMP 0.1 31 mg/L  6/10/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
4H-4 Time Date
1306073-005 - ) A
Tenley Minimarket, 4326 9:00 Dist.
TCR Wisconsin Ave NW
pH COMP 7.61 pH 6/10/2013  ScCollector
Temperature COMP 240 |C 6/10/2013  ScCollector
Free CI2 COMP 0.1 0.12 mg/L 6/10/2013  SCollector
Total CL2 COMP 0.1 3.7 mg/L  6/10/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306073-006
TCR

Sample Number
1306073-007
TCR

Sample Number
1306073-008
TCR

Sample Number
1306073-009
TCR

ND = Non-detect

Location
A1H-12

Mai Nails, 4017 South
Capitol St NW

Location

L-1

Dept of Interior, 1951
Constitution Avenue NW

Location
L-12
Blue Plains Wastewater

Trtmt, 5000 Overlook Ave
SW

Location
L-20

Subway Restaurant, 525
School St. SW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
12:15

Collection
Time
13:30

Collection
Time
11:30

Collection
Time
12:45

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306073

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.72
22.9
0.15
3.1

Result

7.65
23.0
0.12
35

Result

8.31
26.2
ND
0.6

Result

7.66
23.9
0.14
3.7

pH

mg/L
mg/L

pH

mg/L
mg/L

pH
IC
mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/10/2013
6/10/2013
6/10/2013
6/10/2013

Analysis
Date

6/10/2013
6/10/2013
6/10/2013
6/10/2013

Analysis
Date

6/10/2013
6/10/2013
6/10/2013
6/10/2013

Analysis
Date

6/10/2013
6/10/2013
6/10/2013
6/10/2013

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306073

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306080

Received Date and Time: 6/11/2013 2:34:27 PM

Collection Date: 6/11/2013 Sampler: DVC
Sample Number Location Collection
Ti
1306080-002 1H-16 'me
Prego lItalian Deli, 210 7th 12:40
TCR St. SE
Sample Number Location Collection
1306080-003 1H-19 Time
Ouley Hair Gallery, 1813 10:10
TCR West Virginia Ave. NE
Sample Number Location Collection
1306080-004 2H-17 Time
Sharper Image Barber 13:45
TCR Shop, 5115 Georgia Ave
NwW
Sample Number Location Collection
Ti
1306080-005 3H-15 'me
9:30

TCR

ND = Non-detect

Avenue Market 5010 New
Hampshire Ave NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Result
7.76 pH
23.8 IC
0.11 mg/L
3.4 mg/L

Result
7.68 pH
22.3 iC
ND mg/L
3.1 mg/L

Result
7.76 pH
23.9 iC
ND mg/L
2.9 mg/L

Result
7.67 pH
22.0 iC
ND mg/L

Received By:

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013

JCross

Analyst

SCollector
ScCollector
SCollector

ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector

SCollector

SCollector



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306080-006
TCR

Sample Number
1306080-007
TCR

Sample Number
1306080-008
TCR

Sample Number
1306080-009
TCR

ND = Non-detect

Location

3H-4

FH #22 , 5760 Georgia
Ave, NW

Location
A1H-10

Subway Restaurant 4518
Benning Rd SE

Location
AlH-11

Quality Wash Laundromat
3915 Dix St NE

Location
A2H-2

Fort Davis Exxon, 3825
Alabama Ave, SE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
9:00

Collection
Time
11:25

Collection
Time
11:00

Collection
Time
11:55

Report Date: 7/2/2013

Report Number: FW- W1306080

Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

3.3

Result

7.62
21.9
ND
31

Result

7.67
23.5
ND
3.3

Result

7.69
23.1
ND
3.2

Result

7.70
23.5
ND
2.8

mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
IC
mg/L
mg/L

6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306080

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306080-010 L-23 _ .
McDonalds, 1635 Benning ~ 10:35 Dist.

TCR Rd NE
pH COMP 7.67 pH 6/11/2013  ScCollector
Temperature COMP 230 |C 6/11/2013  ScCollector
Free CI2 COMP 0.1 0.10 mg/L 6/11/2013  SCollector
Total CL2 COMP 0.1 3.4 mg/L 6/11/2013  SCollector

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/11/2013 Sampler: BS
Sample Number Location Collection
1306082-002 1H-13 Time

McDonalds 2228 New 8:54
TCR York Ave NE
Sample Number Location Collection
1306082-003 1H-14 Time

FH #12, 2225 5th St. NE 10:16
TCR
Sample Number Location Collection
1306082-004 2H-6 Time

FH #17, 1227 Monroe St, ~ 10:37
TCR

NE
Sample Number Location Collection
1306082-005 2H-7 Time

9:56

FH #26 & #15, 1340

TCR Rhode Island Ave NE

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Report Number: FW- W1306082

Received Date and Time: 6/11/2013 2:42:18 PM

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.63
235
ND

3.00

Result

7.69
24.0
0.10
3.76

Result

7.68
22.3
0.10
3.44

Result

7.64
23.9
0.12
3.36

pH
iIC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306082-006
TCR

Sample Number
1306082-007
TCR

Sample Number
1306082-008
TCR

Sample Number
1306082-009
TCR

ND = Non-detect

Location
2H-8

DC Public Library, 1801
Hamlin St NE

Location
3H-13

Midtown Barbershop 120
Kennedy St NW

Location
3H-14

Spicy Delight, 308 Carroll
St NW

Location
4H-2

McDonalds 7425 Georgia
Ave NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
9:37

Collection
Time
12:52

Collection
Time
13:42

Collection
Time
13:19

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306082

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.57
21.8
ND

1.36

Result

7.64
231
0.10
2.94

Result

7.63
24.8
0.12
2.98

Result

7.56
25.9
0.11
2.64

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306082

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection  Type Parameter Method RDL
1306082-010 AlH-5 T'm_e .
BP Gas Station, 5207 8:14 Dist.
TCR Nannie Helen Burroughs
Ave NE
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1
Sample Number Location Collection  Type Parameter Method RDL
1306082-011 L-11 T'm_e .
FH #27, 4201 Minnesota 7:56 Dist.
TCR Ave NE
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

Michael Chicoine, Laboratory Manager

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Result

7.68
21.1
ND

3.08

Result

7.65
24.1
0.11
2.94

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

7/2/2013
Date

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306084

Collection Date: 6/11/2013 Sampler: HB Received Date and Time: 6/11/2013 3:18:52 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-1 Time Date
1306084-002 h ) .
FH #9, 1617 U St NW 9:25 Dist.
TCR
pH COMP 7.52 pH 6/11/2013  ScCollector
Temperature COMP 22.4 iC 6/11/2013  SCollector
Free CI2 COMP 0.1 0.10 mg/L 6/11/2013  SCollector
Total CL2 COMP 0.1 3.0 mg/L 6/11/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306084-003 1H-2 Time ,
FH#16, 1018 13th StNw 1015 Dist.
TCR
pH COMP 7.50 pH 6/11/2013  ScCollector
Temperature COMP 21.8 \C 6/11/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/11/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L 6/11/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-22 Time Date
1306084-004 B ] .
Safeway, 4865 MacArthur 1445 Dist.
TCR Blvd NW
pH COMP 7.54 pH 6/11/2013  ScCollector
Temperature COMP 23.2 iC 6/11/2013  ScCollector
Free CI2 COMP 0.1 0.10 mg/L  6/11/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/11/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
3H-11 Time Date
1306084-005 : ) .
CVS Pharmacy, 3327 8:50 Dist.
TCR Connecticut Ave NW
pH COMP 7.47 pH 6/11/2013  ScCollector
Temperature COMP 220 |C 6/11/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/11/2013  SCollector
Total CL2 COMP 0.1 3.3 mg/L 6/11/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location Collection
1306084-006 ALH-3 Time
Birney Elementary 2501 1155
TCR MLK Ave SE
Sample Number Location Collection
Ti
1306084-007 L-21 'me
FH #3 439 New Jersey 10:55
TCR Ave NW
Sample Number Location Collection
1306084-008 L-4 Time
Harbor Police Station, 550 13:30
TCR Water St SW
Sample Number Location Collection
1306084-009 L-7 Time
13:10

TCR

ND = Non-detect

South West Health Center
850 Delaware Ave., SW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306084

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result
7.63 pH
23.8 iC
0.11 mg/L
3.1 mg/L

Result
7.57 pH
23.6 IC
ND mg/L
3.1 mg/L

Result
7.59 pH
23.7 iC
ND mg/L
3.2 mg/L

Result
755 pH
24.8 iC
ND mg/L
35 mg/L

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analysis
Date

6/11/2013
6/11/2013
6/11/2013
6/11/2013

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector

Analyst

SCollector
SCollector
ScCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306084

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result gn;auysis Analyst
- ate
1306084-010 L-8 Time .
DC Inspection Station, 12:35 Dist.

TCR 1001 Half St SW
pH COMP 7.63 pH 6/11/2013  ScCollector
Temperature COMP 244 |C 6/11/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/11/2013  SCollector
Total CL2 COMP 0.1 3.4 mg/L 6/11/2013  SCollector

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306094

Collection Date: 6/12/2013 Sampler: IC Received Date and Time: 6/12/2013 3:08:36 PM Received By: ECave
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-18 Time Date
1306094-002 h ) .
Bread for the city, 1525 9:55 Dist.
TCR 7th St NW
pH COMP 7.68 pH 6/12/2013  ScCollector
Temperature COMP 24.5 iC 6/12/2013  SCollector
Free CI2 COMP 0.1 0.15 mg/L 6/12/2013  SCollector
Total CL2 COMP 0.1 3.7 mg/L 6/12/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  Analyst
2H-20 Time Date
1306094-003 - ] .
FH #21, 1763 Lanier Pl 14:15 Dist.
TCR NW
pH COMP 7.77 pH 6/12/2013  ScCollector
Temperature COMP 25.1 \C 6/12/2013  SCollector
Free CI2 COMP 0.1 0.16 mg/L 6/12/2013  SCollector
Total CL2 COMP 0.1 3.8 mg/L 6/12/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-3 Time Date
1306094-004 - . .
Golden Scissors, 3062 Mt. ~ 14:35 Dist.
TCR Pleasant St NW
pH COMP 7.73 pH 6/12/2013  SCollector
Temperature COMP 250 |C 6/12/2013  ScCollector
Free CI2 COMP 0.1 0.13 mg/L  6/12/2013  SCollector
Total CL2 COMP 0.1 3.7 mg/L 6/12/2013  ScCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
2H-5 Time Date
1306094-005 h ] .
Dedicated Sampler, 3104 13:45 Dist.
TCR Georgia Ave. NW
pH COMP 7.70 pH 6/12/2013  SCollector
Temperature COMP 26.9 iC 6/12/2013  ScCollector
Free CI2 COMP 0.1 0.15 mg/L 6/12/2013  SCollector
Total CL2 COMP 0.1 3.8 mg/L 6/12/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Sample Number

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

1306094-006
TCR

Sample Number
1306094-007
TCR

Sample Number
1306094-008
TCR

Sample Number
1306094-009
TCR

ND = Non-detect

Location Collection

3H-2 Time

FH #31, 4930 Connecticut ~ 8:30

Ave NW

Location Collection

L-16 Time

EPA 1201 Constitution 10:45

Avenue NW

Location Collection

L-19 Time

Subway Restaurant, 815 11:50

H St. NE

Location Collection

L-9 Time
11:20

Bureau of Labor Statistics,
2 Massachusetts Ave NE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306094

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result

7.65
22.8
0.14
3.4

Result

7.65
23.9
0.13
34

Result

7.79
24.8
0.13
3.5

Result

7.67
24.9
0.12
35

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector

Analyst

SCollector
SCollector
ScCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306094

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001
Collection Date: 6/12/2013 Sampler: BS

Sample Number Location Collection
Ti

1306095-002 1H-10 'me

Anne M. Goding School, 10:08
TCR 900 F St NE
Sample Number Location Collection
1306095-006 ALH-8 Time

My 3 Sons Barber Shop, 12:23
TCR 3125 MLK Ave SE
Sample Number Location Collection
1306095-009 L-12 Time

Blue Plains Wastewater
TCR Trtmt, 5000 Overlook Ave

Sw

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

11:45

Report Date: 7/2/2013

Report Number: FW- W1306095

Type Parameter

pH
Temperature
Free CI2
Total CL2

Type Parameter

pH
Temperature
Free CI2
Total CL2

Type Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Received Date and Time: 6/12/2013 3:09:10 PM

Result

7.64
24.4
ND

2.64

Result

7.62
24.0
ND

1.95

Result

8.11
26.9
ND

0.31

pH
iIC
mg/L
mg/L

pH
iIC
mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

Analysis
Date

6/12/2013
6/12/2013
6/12/2013
6/12/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306095

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306098

Collection Date: 6/12/2013 Sampler: AB Received Date and Time: 6/12/2013 3:34:17 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-3 Time Date
1306098-002 - . .
FH #1, 2225 M St. NW 10:30 Dist.
TCR
pH COMP 7.48 pH 6/12/2013  ScCollector
Temperature COMP 23.3 iC 6/12/2013  SCollector
Free CI2 COMP 0.1 0.10 mg/L 6/12/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L 6/12/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
; ate
1306098-003 1H-4 Time ,
FH #23, 2119 G St. NW 10:51 Dist.
TCR
pH COMP 7.53 pH 6/12/2013  SCollector
Temperature COMP 23.3 \C 6/12/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/12/2013  SCollector
Total CL2 COMP 0.1 2.8 mg/L 6/12/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
3H-16 Time Date
1306098-004 N ) .
Subway Restaurant 2216 9:50 Dist.
TCR Wisconsin Ave NW
pH COMP 7.51 pH 6/12/2013  ScCollector
Temperature COMP 234 |C 6/12/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/12/2013  SCollector
Total CL2 COMP 0.1 3.0 mg/L 6/12/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
4H-4 Time Date
1306098-005 - ) .
Tenley Minimarket, 4326 8:44 Dist.
TCR Wisconsin Ave NW
pH COMP 7.48 pH 6/12/2013  SCollector
Temperature COMP 23.1 iC 6/12/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/12/2013  SCollector
Total CL2 COMP 0.1 35 mg/L 6/12/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306098-006
TCR

Sample Number
1306098-007
TCR

Sample Number
1306098-008
TCR

ND = Non-detect

Location
A1H-12

Mai Nails, 4017 South
Capitol St SW

Location

L-1

Dept of Interior, 1951
Constitution Avenue NW

Location
L-20

Subway Restaurant, 525
School St SW

US Army Corps of Engineers

Field Data Report

Collection
Time
13:45

Collection
Time
11:33

Collection
Time
12:18

Report Date: 7/2/2013

Report Number: FW- W1306098

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.69
23.7
0.11
3.4

Result

7.68
23.2
ND
3.2

Result

7.68
24.4
ND
3.6

Analysis
Date

pH 6/12/2013
e 6/12/2013
6/12/2013
6/12/2013

mg/L
mg/L

Analysis
Date

pH  6/12/2013
IC 6/12/2013
6/12/2013
6/12/2013

mg/L
mg/L

Analysis
Date

pH  6/12/2013
IC  6/12/2013
6/12/2013
6/12/2013

mg/L
mg/L

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306098

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/13/2013 Sampler: BS
Sample Number Location Collection
1306113-002 1H-3 Time

FH #1, 2225 M. St. NW 10:23
TCR
Sample Number Location Collection
1306113-003 1H-4 Time

FH #23, 2119 G St. NW 9:54
TCR
Sample Number Location Collection
1306113-004 3H-16 Time

Subway Restaurant, 2216 10:56
TCR Wisconsin Ave NW
Sample Number Location Collection
1306113-005 4H-4 Time

7:53

Tenley Minimarket, 4326

TCR Wisconsin Ave NW

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Report Number: FW- W1306113

Received Date and Time: 6/13/2013 3:37:46 PM

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.59
23.9
0.13
3.28

Result

7.68
235
ND

2.86

Result

7.63
23.4
0.11
2.84

Result

7.50
23.7
0.10
2.66

pH

mg/L
mg/L

pH
iIC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306113-006
TCR

Sample Number
1306113-007
TCR

Sample Number
1306113-008
TCR

Sample Number
1306113-009
TCR

ND = Non-detect

Location
A1H-8

My 3 Sons Barber Shop,
3125 MLK Ave SE

Location
A1H-12

Mai Nails, 4017 South
Capitol St SW

Location

L-1

Dept of Interior, 1951
Constitution Avenue NW

Location
L-12
Blue Plains Wastewater

Trtmt, 5000 Overlook Ave
SW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
12:33

Collection
Time
13:55

Collection
Time
9:28

Collection
Time
11:57

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306113

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.74
24.1
ND

2.34

Result

7.70
23.4
0.12
2.72

Result

7.64
22.5
ND

3.28

Result

8.05
27.4
ND

0.25

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location

1306113-010 L-20
Subway Restaurant, 525
TCR School St SW
Reviewed By:

h".-,;*{%;,{’ ,{ : {/f:_,m-, ol

US Army Corps of Engineers

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306113

Collection  Type Parameter

Time
8:39 Dist.
pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Michael Chicoine, Laboratory Manager

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

RDL

0.1
0.1

Result

7.64
23.7
ND

3.10

pH

mg/L
mg/L

Analysis
Date

6/13/2013
6/13/2013
6/13/2013
6/13/2013

7/2/2013
Date

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306121

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/15/2013 Sampler: OB Received Date and Time: 6/15/2013 12:14:44 PM Received By: LNeal
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
3 Time Date
1306121-002 1R- _ .
FH #1, 2225 M St. NW 10:00 Dist.
TCR
pH COMP 7.50 pH 6/15/2013  SCollector
Temperature COMP 23.3 iC 6/15/2013  SCollector
Free CI2 COMP 0.1 0.19 mg/L 6/15/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L  6/15/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306121-003 1H-3 Time ,
Upstream- 1215 23rd St 10:15 Dist.
TCR NW
pH COMP 7.48 pH 6/15/2013  SCollector
Temperature COMP 24.4 \C 6/15/2013  SCollector
Free CI2 COMP 0.1 0.11 mg/L 6/15/2013  SCollector
Total CL2 COMP 0.1 3.3 mg/L 6/15/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
1H-3 Time Date
1306121-004 - . ,
Downstream- 1145 23rd 11:30 Dist.
TCR St. NW
pH COMP 7.52 pH 6/15/2013  SCollector
Temperature COMP 245 |C 6/15/2013  ScCollector
Free CI2 COMP 0.1 0.20 mg/L  6/15/2013  SCollector
Total CL2 COMP 0.1 3.3 mg/L 6/15/2013  SCollector

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306121

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306138

Collection Date: 6/17/2013 Sampler: CW Received Date and Time: 6/17/2013 3:28:17 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-3 Time Date
1306138-002 B ) .
FH #1, 2225 M St. NW 9:50 Dist.
TCR
pH COMP 7.55 pH 6/17/2013  SCollector
Temperature COMP 24.1 iC 6/17/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 35 mg/L  6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
; ate
1306138-003 1H-4 Time ,
FH #23, 2119 G St. NW 11:00 Dist.
TCR
pH COMP 7.54 pH 6/17/2013  ScCollector
Temperature COMP 24.2 \C 6/17/2013  SCollector
Free CI2 COMP 0.1 0.10 mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
3H-16 Time Date
1306138-004 N ) .
Subway Restaurant 2216 9:00 Dist.
TCR Wisconsin Ave NW
pH COMP 7.53 pH 6/17/2013  ScCollector
Temperature COMP 243 |C 6/17/2013  ScCollector
Free CI2 COMP 0.1 0.10 mg/L  6/17/2013  SCollector
Total CL2 COMP 0.1 3.0 mg/L 6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
4H-4 Time Date
1306138-005 - ) .
Tenley Minimarket, 4326 8:30 Dist.
TCR Wisconsin Ave NW
pH COMP 7.56 pH 6/17/2013  ScCollector
Temperature COMP 24.7 iC 6/17/2013  ScCollector
Free CI2 COMP 0.1 0.12 mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 35 mg/L 6/17/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306138

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location Collection  Type Parameter Method RDL Result
1306138-006 L-1 Time .
Dept of Interior, 1951 11:30 Dist.
TCR Constitution Avenue NW
pH COMP 7.66 pH
Temperature COMP 23.3 iC
Free CI2 COMP 0.1 ND mg/L
Total CL2 COMP 0.1 3.3 mg/L
Sample Number Location Collection  Type Parameter Method RDL Result
Ti
1306138-007 L-12 me .
Blue Plains Wastewater 13:00 Dist.
TCR Trtmt, 5000 Overlook Ave
Sw
pH COMP 815 pH
Temperature COMP 24.9 iC
Free CI2 COMP 0.1 0.10 mg/L
Total CL2 COMP 0.1 1.9 mg/L

Reviewed By: n".-ﬂ”‘%«b{’ -f ; C/f:_.;-;--;-.:q

Michael Chicoine, Laboratory Manager

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analysis
Date

6/17/2013
6/17/2013
6/17/2013
6/17/2013

Analysis
Date

6/17/2013
6/17/2013
6/17/2013
6/17/2013

7/2/2013
Date

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306139

Collection Date: 6/17/2013 Sampler: HB Received Date and Time: 6/17/2013 3:33:48 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-1 Time Date
1306139-002 h . .
FH #9, 1617 U St NW 10:30 Dist.
TCR
pH COMP 7.65 pH 6/17/2013  SCollector
Temperature COMP 23.7 iC 6/17/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.0 mg/L  6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306139-003 1H-2 Time ,
FH#16, 1018 13th StNw ~ 11:25 Dist.
TCR
pH COMP 7.61 pH 6/17/2013  ScCollector
Temperature COMP 22.8 \C 6/17/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.4 mg/L 6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
H-11 Time Date
1306139-004 SH- . ,
CVS Pharmacy, 3327 9:20 Dist.
TCR Connecticut Ave NW
pH COMP 7.58 pH 6/17/2013  ScCollector
Temperature COMP 225 |C 6/17/2013  ScCollector
Free CI2 COMP 0.1 0.10 mg/L  6/17/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/17/2013  ScCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306139-005 L-21 _ .
FH #3 439 New Jersey 12:10 Dist.
TCR Ave NW
pH COMP 7.59 pH 6/17/2013  ScCollector
Temperature COMP 244 |C 6/17/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.6 mg/L 6/17/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306139

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result gn?WSiS Analyst
: ate
1306139-006 L-3 Time .
Dept of Agriculture, 1400 13:15 Dist.

TCR Independence Ave SW
pH COMP 7.62 pH 6/17/2013  ScCollector
Temperature COMP 253 |C 6/17/2013  ScCollector
Free CI2 COMP 0.1 0.11 mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.7 mg/L 6/17/2013  SCollector

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306140

Collection Date: 6/17/2013 Sampler: DM Received Date and Time: 6/17/2013 3:37:43 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306140-002 1H-10 _ .
ANNE M. GODING SCH., 1220 Dist.
TCR 900 F ST NE
pH COMP 7.81 pH 6/17/2013  SCollector
Temperature COMP 24.8 iC 6/17/2013  SCollector
Free CI2 COMP 0.1 0.14 mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 2.8 mg/L  6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
Time Date
1306140-003 1H-18 : ,
Bread for the city, 1525 10:15 Dist.
TCR 7th St NW
pH COMP 7.81 pH 6/17/2013  ScCollector
Temperature COMP 25.1 \C 6/17/2013  SCollector
Free CI2 COMP 0.1 0.39 mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.8 mg/L 6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-20 Time Date
1306140-004 - . ,
FH #21, 1763 Lanier P 8:25 Dist.
TCR NW
pH COMP 7.75 pH 6/17/2013  SCollector
Temperature COMP 246 |C 6/17/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/17/2013  SCollector
Total CL2 COMP 0.1 35 mg/L 6/17/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306140-005 2H-5 _ .
Dedicated Sampler, 3104 9:30 Dist.
TCR Georgia Ave. NW
pH COMP 7.80 pH 6/17/2013  ScCollector
Temperature COMP 255 |C 6/17/2013  ScCollector
Free CI2 COMP 0.1 0.12 mg/L 6/17/2013  SCollector
Total CL2 COMP 0.1 3.6 mg/L 6/17/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306140

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location Collection  Type Parameter Method RDL Result
1306140-006 L-16 Time .
EPA 1201 Constitution 11:00 Dist.
TCR Avenue NW
pH COMP 7.73 pH
Temperature COMP 23.3 iC
Free CI2 COMP 0.1 0.17 mg/L
Total CL2 COMP 0.1 3.3 mg/L
Sample Number Location Collection  Type Parameter Method RDL Result
1306140-007 L-19 Time .
Subway Restaurant, 815 11:50 Dist.
TCR H St. NE
pH COMP 7.69 pH
Temperature COMP 24.3 iC
Free CI2 COMP 0.1 0.26 mg/L
Total CL2 COMP 0.1 34 mg/L

Reviewed By: n".-ff{u_‘.d? .f ; J’Lﬁi_m.,,_:._h 4

Michael Chicoine, Laboratory Manager

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analysis
Date

6/17/2013
6/17/2013
6/17/2013
6/17/2013

Analysis
Date

6/17/2013
6/17/2013
6/17/2013
6/17/2013

7/2/2013
Date

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306149

Collection Date: 6/18/2013 Sampler: DVC Received Date and Time: 6/18/2013 1:43:48 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
21 Time Date
1306149-002 1H- i .
FH #7 414 8th St. SE 12:00 Dist.
TCR
pH COMP 7.60 pH 6/18/2013  SCollector
Temperature COMP 24.4 iC 6/18/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/18/2013  SCollector
Total CL2 COMP 0.1 2.6 mg/L 6/18/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306149-003 3H-1 Time ,
Wagshals Deli, 4855 Mass ~ 13:05 Dist.
TCR Ave. NW
pH COMP 7.56 pH 6/18/2013  ScCollector
Temperature COMP 24.2 \C 6/18/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/18/2013  SCollector
Total CL2 COMP 0.1 3.4 mg/L 6/18/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
AlH-4 Time Date
1306149-004 - . .
TCR Pennsylvania Ave SE
pH COMP 7.64 pH 6/18/2013  ScCollector
Temperature COMP 243 |C 6/18/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/18/2013  SCollector
Total CL2 COMP 0.1 2.8 mg/L  6/18/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306149-005 AZH-1 _ .
BP Gas Station, 2801 9:25 Dist.
TCR Alabama Ave, SE
pH COMP 7.63 pH 6/18/2013  ScCollector
Temperature COMP 238 |C 6/18/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/18/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/18/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



District of Columbia Water and Sewer

Authority

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306149-006
TCR

Sample Number
1306149-007
TCR

Sample Number
1306149-008
TCR

Sample Number
1306149-009
TCR

ND = Non-detect

Location
L-13

FH #15, 2101 14th St SE

Location
L-6

Amidon Elementary
School, 401 Eye St SW

Location
L-22

Subway Restaurant 406

1st St SE

Location
A2H-3
Eddie Leonard

Laundromat, 2107
Alabama Ave SE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
8:30

Collection
Time
11:10

Collection
Time
11:35

Collection
Time
9:45

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306149

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Parameter

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL Result

767 pH
239 IC

0.1 ND mg/L
0.1 2.8 mg/L

RDL Result

7.60 pH
237 IC

0.1 ND mg/L
0.1 35 mg/L

RDL Result

763  pH
238 IC

0.1 ND mg/L
0.1 3.3 mg/L

RDL Result

7.64 pH
243 IC

0.1 ND mg/L
0.1 3.1 mg/L

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306149

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306149-010 1H-9 _ .
Eastern High School, 10:40 Dist.

TCR 1700 East Capitol St NE
pH COMP 7.62 pH 6/18/2013  ScCollector
Temperature COMP 238 |C 6/18/2013  ScCollector
Free CI2 COMP 0.1 0.10 mg/L 6/18/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/18/2013  SCollector

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013

Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306156

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/18/2013 Sampler: BS Received Date and Time: 6/18/2013 3:11:37 PM Received By: BSmith
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-16 Time Date
1306156-002 h . .
PREGO ITALIAN DELI, 11:26 Dist.
TCR 210 7TH ST SE
pH COMP 766 pH  6/18/2013 BSmith
Temperature COMP 24.5 iC 6/18/2013  BSmith
Free CI2 COMP 0.1 0.12 mg/L 6/18/2013 BSmith
Total CL2 COMP 0.1 3.36 mg/L 6/18/2013 BSmith
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  Analyst
1H-19 Time Date
1306156-003 h ] .
Ouley Hair Gallery, 1813 11:58 Dist.
TCR West Virginia Ave. NE
pH COMP 7.68 pH 6/18/2013  BSmith
Temperature COMP 255 iC 6/18/2013  BSmith
Free CI2 COMP 0.1 ND mg/L  6/18/2013 BSmith
Total CL2 COMP 0.1 3.22 mg/L 6/18/2013 BSmith
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-17 Time Date
1306156-004 - . ,
Sharper Image Barber 13:24 Dist.
TCR Shop, 5115 Georgia Ave
NW
pH COMP 7.60 pH 6/18/2013  BSmith
Temperature COMP 240 |C 6/18/2013  BSmith
Free CI2 COMP 0.1 0.10 mg/L 6/18/2013 BSmith
Total CL2 COMP 0.1 2.64 mg/L 6/18/2013 BSmith
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
3H-15 Time Date
1306156-005 - _ .
Avenue Market 5010 New  12:35 Dist.
TCR Hampshire Ave NW
pH COMP 7.70 pH 6/18/2013  BSmith
Temperature COMP 24.2 iC 6/18/2013  BSmith
Free CI2 COMP 0.1 ND mg/L 6/18/2013 BSmith

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number
1306156-006
TCR

Sample Number
1306156-007
TCR

Sample Number
1306156-008
TCR

Sample Number
1306156-009
TCR

ND = Non-detect

Location

3H-4

FH #22 , 5760 Georgia
Ave, NW

Location
A1H-10

Subway Restaurant, 4518
Benning Rd SE

Location
AlH-11

Quality Wash Laundromat
3915 Dix St NE

Location
A2H-2

Fort Davis Exxon, 3825
Alabama Ave, SE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
13:00

Collection
Time
8:50

Collection
Time
9:12

Collection
Time
10:53

Report Date: 7/2/2013

Report Number: FW- W1306156

Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

2.86

Result

7.63
25.1
0.13
2.74

Result

7.73
24.5
ND

2.80

Result

7.75
24.9
0.10
2.84

Result

7.71
24.8
0.11
2.50

mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH
iIC
mg/L
mg/L

6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location

1306156-010 L-23
McDonalds, 1635 Benning
TCR Rd NE
Reviewed By:

h".-,;*{%;,{’ ,{ : {/f:_,m-, ol

US Army Corps of Engineers

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306156

Collection  Type Parameter

Time
8:23 Dist.
pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Michael Chicoine, Laboratory Manager

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

RDL

0.1
0.1

Result

7.70
24.3
ND

2.86

pH
iIC
mg/L
mg/L

Analysis
Date

6/18/2013
6/18/2013
6/18/2013
6/18/2013

7/2/2013
Date

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306168

Collection Date: 6/19/2013 Sampler: IC Received Date and Time: 6/19/2013 3:01:47 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
3 Time Date
1306168-002 1H-1 _ .
McDonalds 2228 New 9:55 Dist.
TCR York Ave NE
pH COMP 7.73 pH 6/19/2013  ScCollector
Temperature COMP 24.2 iC 6/19/2013  SCollector
Free CI2 COMP 0.1 0.10 mg/L 6/19/2013  SCollector
Total CL2 COMP 0.1 3.3 mg/L  6/19/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
Time Date
1306168-003 1H-14 . ,
FH #12, 2225 5th St. NE 10:45 Dist.
TCR
pH COMP 7.79 pH 6/19/2013  ScCollector
Temperature COMP 25.1 \C 6/19/2013  SCollector
Free CI2 COMP 0.1 0.11 mg/L 6/19/2013  SCollector
Total CL2 COMP 0.1 35 mg/L  6/19/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-6 Time Date
1306168-004 B ] .
FH #17, 1227 Monroe St, 1235 Dist.
TCR
NE
pH COMP 7.85 pH 6/19/2013  ScCollector
Temperature COMP 245 |C 6/19/2013  ScCollector
Free CI2 COMP 0.1 0.14 mg/L  6/19/2013  SCollector
Total CL2 COMP 0.1 3.6 mg/L 6/19/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306168-005 2H-7 _ .
FH #26 & #15, 1340 11:45 Dist.
TCR Rhode Island Ave NE
pH COMP 7.79 pH 6/19/2013  ScCollector
Temperature COMP 235 |C 6/19/2013  ScCollector
Free CI2 COMP 0.1 0.14 mg/L 6/19/2013  SCollector
Total CL2 COMP 0.1 3.6 mg/L 6/19/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306168

Sample Number Location Collection  Type Parameter
1306168-006 3H-14 Time .
Spicy Delight, 308 Carroll 14:00 Dist.
St NW
pH
Temperature
Free CI2
Total CL2
Sample Number Location Collection  Type Parameter
1306168-007 4H-2 Time .
McDonalds 7425 Georgia 14:30 Dist.
TCR Ave.,NW
pH
Temperature
Free CI2
Total CL2
Sample Number Location Collection  Type Parameter
1306168-008 ALH-5 Time _
BP Gas Station, 5207 9:30 Dist.
Nannie Helen Burroughs
Ave NE
pH
Temperature
Free CI2
Total CL2
Sample Number Location Collection  Type Parameter
1306168-009 L-11 Time _
FH #27, 4201 Minnesota 9:00 Dist.
Ave NE
pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL Result

7.60 pH
247 'C
0.1 ND
0.1 29

RDL Result

765 pH
257 IC
01 ND
01 28

RDL Result

7.86 pH
221 'C
0.1 ND
0.1 2.8

RDL Result

7.69 pH
244 IC

01 ND

01 26

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

mg/L
mg/L

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306168

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



District of Columbia Water and Sewer

Authority

Maureen Schmelling

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/19/2013

Sample Number
1306169-002
TCR

Sample Number
1306169-003
TCR

Sample Number
1306169-004
TCR

Sample Number
1306169-005
TCR

ND = Non-detect

Sampler: BS
Location Collection  Type Parameter
1H-10 Time
ANNE M. GODING SCH., 929 Dist.
900 F ST NE
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
1H-18 Time
Bread for the city, 1525 10:35 Dist.
7th St NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
2H-20 Time
FH #21, 1763 Lanier P! 12:44 Dist.
NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
2H-3 Time
12:15 Dist.

Golden Scissors, 3062 Mt.
Pleasant St NW

pH
Temperature
Free CI2
Total CL2

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Report Number: FW- W1306169

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Received Date and Time: 6/19/2013 3:02:51 PM

Result

7.79
24.2
ND

2.66

Result

7.65
24.6
0.12
3.30

Result

7.70
24.9
0.10
3.16

Result

7.69
24.8
0.11
3.52

pH
iIC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Sample Number

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

1306169-006
TCR

Sample Number
1306169-007
TCR

Sample Number
1306169-008
TCR

Sample Number
1306169-009
TCR

ND = Non-detect

Location Collection
2H-5 Time
Dedicated Sampler, 3104 13:20
Georgia Ave. NW

Location Collection
3H-2 Time

FH #31, 4930 Connecticut 1116
Ave NW

Location Collection
4H-7 Time
Magruders Grocery, 5626 11:38
Connecticut Ave NW

Location Collection
L-16 Time

EPA 1201 Constitution 8:26
Avenue NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306169

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result

7.71
25.2
0.13
3.46

Result

7.65
24.0
0.10
2.62

Result

7.78
24.8
0.11
3.22

Result

7.61
23.2
0.10
1.69

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001
Sample Number Location

1306169-010 L-19
Subway Restaurant, 815
TCR H St. NE
Reviewed By:

ND = Non-detect

US Army Corps of Engineers

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306169

Collection  Type Parameter

Time
9:48 Dist.
pH
Temperature
Free CI2
Total CL2

h".-,;*{%;,{’ ,{ : {/f:_,m-, ol

Michael Chicoine, Laboratory Manager

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

Result

7.76
24.2
0.13
2.86

pH

mg/L
mg/L

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

7/2/2013
Date

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306170

Collection Date: 6/19/2013 Sampler: HB Received Date and Time: 6/19/2013 3:07:21 PM Received By: ECave
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306170-002 1H-1 i .
FH #9, 1617 U St NW 10:00  Dist.
TCR
pH COMP 7.73 pH 6/19/2013  ScCollector
Temperature COMP 24.2 iC 6/19/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/19/2013  SCollector
Total CL2 COMP 0.1 2.9 mg/L  6/19/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306170-003 1H-2 Time ,
FH#16, 1018 13th stNw 1115 Dist.
TCR
pH COMP 7.59 pH 6/19/2013  ScCollector
Temperature COMP 24.3 \C 6/19/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/19/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L  6/19/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
H-11 Time Date
1306170-004 SH- . ,
CVS Pharmacy, 3327 8:25 Dist.
TCR Connecticut Ave NW
pH COMP 7.59 pH 6/19/2013  ScCollector
Temperature COMP 23.2 iC 6/19/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/19/2013  SCollector
Total CL2 COMP 0.1 2.6 mg/L  6/19/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gn?WSiS Analyst
: ate
1306170-005 L-4 Time .
Harbor Police Station, 550 ~ 13:30 Dist.
TCR Water St SW
pH COMP 7.71 pH 6/19/2013  ScCollector
Temperature COMP 24.2 iC 6/19/2013  ScCollector
Free CI2 COMP 0.1 0.10 mg/L 6/19/2013  SCollector
Total CL2 COMP 0.1 2.9 mg/L 6/19/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

Sample Number
1306170-006
TCR

Sample Number
1306170-007
TCR

Sample Number
1306170-008
TCR

ND = Non-detect

Location Collection

L-3 Time

Dept of Agriculture, 1400 14:20

Independence Ave SW

Location Collection

L-7 Time

South West Health 12:10

Center, 850 Delaware Ave

SW

Location Collection

L-8 Time
12:40

DC Inspection Station,
1001 Half St SW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Dist.

Dist.

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306170

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result

7.69
254
ND
35

Result

7.57
24.5
0.11
3.2

Result

7.73
25.2
ND
3.0

pH
iC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analysis
Date

6/19/2013
6/19/2013
6/19/2013
6/19/2013

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306170

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001
Collection Date: 6/20/2013 Sampler: CW

Sample Number Location

1306186-002 4H-4
Tenley Minimarket, 4326
TCR Wisconsin Ave NW

Sample Number Location

1306186-003 AlH-8
My 3 Sons Barber Shop,
TCR 3125 MLK Ave SE

Sample Number Location

1306186-004 L1
Dept of Interior, 1951
TCR Constitution Avenue NW

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

US Army Corps of Engineers

Field Data Report

Collection
Time
8:45

Collection
Time
13:15

Collection
Time
11:45

Report Date: 7/2/2013

Report Number: FW- W1306186

Received Date and Time: 6/20/2013 2:52:40 PM

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Result

7.75
25.0

3.0

Result

7.56
24.4
ND
2.2

Result

7.60
23.3
0.10
35

pH
IC
mg/L
mg/L

pH
iC
mg/L
mg/L

pH
iC
mg/L
mg/L

Received By:

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

JCross

Analyst

SCollector
ScCollector
SCollector

ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306186

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306189

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/20/2013 Sampler: AB Received Date and Time: 6/20/2013 3:44:04 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-16 Time Date
1306189-002 h . .
Prego Italian Deli, 210 7th 1212 Dist.
TCR St. SE
pH COMP 7.68 pH 6/20/2013  ScCollector
Temperature COMP 23.8 iC 6/20/2013  SCollector
Free CI2 COMP 0.1 0.12 mg/L 6/20/2013  SCollector
Total CL2 COMP 0.1 3.3 mg/L  6/20/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  Analyst
1H-19 Time Date
1306189-003 h ] .
Ouley Hair Gallery, 1813 10:33 Dist.
TCR West Virginia Ave. NE
pH COMP 7.62 pH 6/20/2013  ScCollector
Temperature COMP 24.2 \C 6/20/2013  SCollector
Free CI2 COMP 0.1 ND mg/L  6/20/2013  SCollector
Total CL2 COMP 0.1 3.4 mg/L  6/20/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-17 Time Date
1306189-004 N ) .
Sharper Image Barber 9:46 Dist.
TCR Shop, 5115 Georgia Ave
NW
pH COMP 7.57 pH 6/20/2013  ScCollector
Temperature COMP 240 |C 6/20/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/20/2013  SCollector
Total CL2 COMP 0.1 2.7 mg/L  6/20/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306189-005 SH-4 _ .
FH #22 , 5760 Georgia 9:12 Dist.
TCR Ave, NW
pH COMP 7.59 pH 6/20/2013  ScCollector
Temperature COMP 244 |C 6/20/2013  ScCollector
Free CI2 COMP 0.1 0.21 mg/L  6/20/2013  SCollector

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

Report Date: 7/2/2013

Report Number: FW- W1306189

Sample Number
1306189-006
TCR

Sample Number
1306189-007
TCR

Sample Number
1306189-008
TCR

Sample Number
1306189-009
TCR

ND = Non-detect

Location Collection
Al1H-10 Time
Subway Restaurant 4518  13:29
Benning Rd SE

Location Collection
AlH-11 Time
Quality Wash Laundromat ~ 13:08
3915 Dix St NE

Location Collection
A2H-2 Time

Fort Davis Exxon, 3825 12:36
Alabama Ave, SE

Location Collection
L-23 Time
McDonalds, 1635 Benning ~ 11:32
Rd NE

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1

25 mg/L
Result
771 pH
24.7 iC
0.11 mg/L
3.1 mg/L
Result
7.70 pH
245 |C
0.11 mg/L
2.7 mg/L
Result
7.68 pH
24.2 iC
ND mg/L
2.6 mg/L
Result
7.62 pH
24.2 IC
ND mg/L
3.1 mg/L

6/20/2013

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

Analysis
Date

6/20/2013
6/20/2013
6/20/2013
6/20/2013

ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
SCollector
SCollector

ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306189

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer

Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306210

Collection Date: 6/24/2013 Sampler: CW Received Date and Time: 6/24/2013 3:03:04 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-13 Time Date
1306210-002 h . .
McDonalds 2228 New 11:00 Dist.
TCR York Ave NE
pH COMP 7.58 pH 6/24/2013  SCollector
Temperature COMP 24.7 iC 6/24/2013  SCollector
Free CI2 COMP 0.1 0.10 mg/L 6/24/2013  SCollector
Total CL2 COMP 0.1 2.2 mg/L  6/24/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306210-003 2H-7 Time ,
FH #26 & #15, 1340 10:15 Dist
TCR Rhode Island Ave NE
pH COMP 7.50 pH 6/24/2013  SCollector
Temperature COMP 24.4 \C 6/24/2013  SCollector
Free CI2 COMP 0.1 0.11 mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 3.7 mg/L  6/24/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
2H-8 Time Date
1306210-004 B ] .
DC Public Library, 1801 13:45 Dist.
TCR Hamlin St NE
pH COMP 7.50 pH 6/24/2013  SCollector
Temperature COMP 24.8 iC 6/24/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 15 mg/L  6/24/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
3H-14 Time Date
1306210-005 : ] .
Spicy Delight, 308 Carroll 12:00 Dist.
TCR St NW
pH COMP 7.53 pH 6/24/2013  SCollector
Temperature COMP 24.7 iC 6/24/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 2.9 mg/L 6/24/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306210

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306210-006 4H-2 _ .
McDonalds 7425 Georgia 9:00 Dist.

TCR Ave NW
pH COMP 7.58 pH 6/24/2013  SCollector
Temperature COMP 255 |C 6/24/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/24/2013  SCollector

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013

Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306213

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/24/2013 Sampler: HB Received Date and Time: 6/24/2013 3:25:12 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
2H-22 Time Date
1306213-002 - . .
Safeway, 4865 MacArthur 1415 Dist.
TCR Blvd NW
pH COMP 7.66 pH 6/24/2013  SCollector
Temperature COMP 25.5 iC 6/24/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/24/2013  SCollector
Total CL2 COMP 0.1 3.6 mg/L  6/24/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
3H-11 Time Date
1306213-003 h ) .
CVS Pharmacy, 3327 8:45 Dist.
TCR Connecticut Ave NW
pH COMP 7.49 pH 6/24/2013  SCollector
Temperature COMP 235 \C 6/24/2013  SCollector
Free CI2 COMP 0.1 ND mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L  6/24/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
ALH-3 Time Date
1306213-004 - ] .
Birney Elementary 2501 10:20 Dist.
TCR MLK Ave SE
pH COMP 7.64 pH 6/24/2013  SCollector
Temperature COMP 250 |C 6/24/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 2.4 mg/L  6/24/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gn?WSiS Analyst
: ate
1306213-005 L-4 Time .
Harbor Police Station, 550 ~ 12:25 Dist.
TCR Water St SW
pH COMP 7.58 pH 6/24/2013  SCollector
Temperature COMP 25.2 iC 6/24/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/24/2013  SCollector
Total CL2 COMP 0.1 2.6 mg/L 6/24/2013  SCollector

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306213

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number Location Collection  Type Parameter Method RDL Result
1306213-006 L-3 Time .
Dept of Agriculture, 1400 13:05 Dist.
TCR Independence Ave SW
pH COMP 7.64 pH
Temperature COMP 25.7 iC
Free CI2 COMP 0.1 0.10 mg/L
Total CL2 COMP 0.1 34 mg/L
Sample Number Location Collection  Type Parameter Method RDL Result
1306213-007 L-7 Time .
South West Health Center ~ 11:45 Dist.
TCR 850 Delaware Ave., SW
pH COMP 761 pH
Temperature COMP 25.1 iC
Free CI2 COMP 0.1 0.11 mg/L
Total CL2 COMP 0.1 3.0 mg/L

Reviewed By: n".-ff{u_‘.d? .f ; J’Lﬁi_m.,,_:._h 4

Michael Chicoine, Laboratory Manager

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analysis
Date

6/24/2013
6/24/2013
6/24/2013
6/24/2013

Analysis
Date

6/24/2013
6/24/2013
6/24/2013
6/24/2013

7/2/2013
Date

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306217

Collection Date: 6/25/2013 Sampler: IC Received Date and Time: 6/25/2013 12:35:38 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306217-002 4H-4 _ .
Tenley Minimarket, 4326 12:15 Dist.
TCR Wisconsin Ave NW
pH COMP 7.66 pH 6/25/2013  SCollector
Temperature COMP 25.4 iC 6/25/2013  SCollector
Free CI2 COMP 0.1 0.12 mg/L 6/25/2013  SCollector
Total CL2 COMP 0.1 3.7 mg/L  6/25/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
] Time Date
1306217-003 AlH- . ,
My 3 Sons Barber Shop, 10:55 Dist.
TCR 3125 MLK Ave SE
pH COMP 7.70 pH 6/25/2013  SCollector
Temperature COMP 25.3 \C 6/25/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/25/2013  SCollector
Total CL2 COMP 0.1 2.3 mg/L  6/25/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
ALH-12 Time Date
1306217-004 - . ,
Mai Nails, 4017 South 10:30  Dist
TCR Capitol St NW
pH COMP 7.80 pH 6/25/2013  SCollector
Temperature COMP 240 |C 6/25/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/25/2013  SCollector
Total CL2 COMP 0.1 2.7 mg/L  6/25/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306217-005 L-20 _ .
Subway Restaurant, 525 11:35 Dist.
TCR School St SW
pH COMP 7.66 pH 6/25/2013  ScCollector
Temperature COMP 256 |C 6/25/2013  ScCollector
Free CI2 COMP 0.1 0.11 mg/L 6/25/2013  SCollector
Total CL2 COMP 0.1 3.6 mg/L 6/25/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306217

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

A = {, 0 o 2
Reviewed By: h'-f'ﬂ*{um.{ ..{ o M il 71212013
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



District of Columbia Water and Sewer

Authority

Maureen Schmelling

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Collection Date: 6/25/2013

Sample Number
1306223-002
TCR

Sample Number
1306223-003
TCR

Sample Number
1306223-004
TCR

Sample Number
1306223-005
TCR

ND = Non-detect

Sampler: BS
Location Collection  Type Parameter
1H-10 Time
ANNE M. GODING SCH., ~ 11:02 Dist.
900 F ST NE
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
1H-18 Time
Bread for the city, 1525 11:30 Dist.
7th St NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
2H-20 Time
FH #21, 1763 Lanier PI 1312 Dist.
NW
pH
Temperature
Free CI2
Total CL2
Location Collection  Type Parameter
2H-3 Time
13:00 Dist.

Golden Scissors, 3062 Mt.
Pleasant St NW

pH
Temperature
Free CI2
Total CL2

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Date: 7/2/2013

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Method

COMP
COMP
COMP
COMP

Report Number: FW- W1306223

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

RDL

0.1
0.1

Received Date and Time: 6/25/2013 3:12:05 PM

Result

7.62
25.8
0.11
1.96

Result

7.55
25.8
ND

3.30

Result

7.64
26.1
0.12
3.62

Result

7.62
25.6
ND

3.42

pH

mg/L
mg/L

pH
iIC
mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Received By:

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



Sample Number

US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

1306223-006
TCR

Sample Number
1306223-007
TCR

Sample Number
1306223-008
TCR

Sample Number
1306223-009
TCR

ND = Non-detect

Location Collection
2H-5 Time
Dedicated Sampler, 3104 13:39
Georgia Ave. NW

Location Collection
3H-2 Time

FH #31, 4930 Connecticut 1210
Ave NW

Location Collection
4H-7 Time
Magruders Grocery, 5626 12:30
Connecticut Ave NW

Location Collection
L-16 Time

EPA 1201 Constitution 9:54
Avenue NW

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type

Dist.

Type

Dist.

Type

Dist.

Type

Dist.

Report Date: 7/2/2013

Report Number: FW- W1306223

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result

7.61
26.7
ND

3.14

Result

7.63
25.8
ND

2.94

Result

7.67
25.9
0.10
3.12

Result

7.58
24.5
ND

1.26

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

pH

mg/L
mg/L

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001
Sample Number Location Collection

1306223-010 L-9 Time

Bureau of Labor Statistics, ~ 10:30
TCR

2 Massachusetts Ave NE

Reviewed By:

Report Date: 7/2/2013

Report Number: FW- W1306223

Type Parameter

Dist.

pH
Temperature
Free CI2
Total CL2

h".-,;*{%;,{’ ,{ : {/f:_,m-, ol

Method

COMP
COMP
COMP
COMP

Michael Chicoine, Laboratory Manager

ND = Non-detect

RDL

0.1
0.1

Result

7.60
26.0
ND

3.44

pH

mg/L
mg/L

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analysis
Date

6/25/2013
6/25/2013
6/25/2013
6/25/2013

7/2/2013
Date

Analyst

BSmith
BSmith
BSmith
BSmith



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306224

Collection Date: 6/25/2013 Sampler: HB Received Date and Time: 6/25/2013 3:16:37 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-16 Time Date
1306224-002 - : .
Prego ltalian Deli, 210 7th 1415 Dist.
TCR St. SE
pH COMP 7.61 pH 6/25/2013  SCollector
Temperature COMP 25.3 iC 6/25/2013  SCollector
Free CI2 COMP 0.1 0.13 mg/L 6/25/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L  6/25/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
3H-15 Time Date
1306224-003 h ) .
Avenue Market 5010 New  9:00 Dist.
TCR Hampshire Ave NW
pH COMP 7.61 pH 6/25/2013  SCollector
Temperature COMP 24.4 \C 6/25/2013  SCollector
Free CI2 COMP 0.1 0.10 mg/L 6/25/2013  SCollector
Total CL2 COMP 0.1 2.9 mg/L  6/25/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
3H-4 Time Date
1306224-004 - . .
FH #22 , 5760 Georgia 8:30 Dist.
TCR Ave, NW
pH COMP 7.59 pH 6/25/2013  SCollector
Temperature COMP 24.9 iC 6/25/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L  6/25/2013  SCollector
Total CL2 COMP 0.1 2.8 mg/L  6/25/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
A1H-10 Time Date
1306224-005 : ] .
Subway Restaurant 4518 12:05 Dist.
TCR Benning Rd SE
pH COMP 7.65 pH 6/25/2013  ScCollector
Temperature COMP 268 |C 6/25/2013  ScCollector
Free CI2 COMP 0.1 0.11 mg/L 6/25/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L 6/25/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Field Data Report

Sample Number
1306224-006
TCR

Sample Number
1306224-007
TCR

Sample Number
1306224-008
TCR

ND = Non-detect

Location Collection
AlH-11 Time
Quality Wash Laundromat 1125
3915 Dix St NE

Location Collection
A2H-2 Time

Fort Davis Exxon, 3825 12:50
Alabama Ave, SE

Location Collection
L-23 Time
McDonalds, 1635 Benning 1040
Rd NE

Report Date: 7/2/2013

Report Number: FW- W1306224

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Type Parameter Method RDL
pH COMP
Temperature COMP
Free CI2 COMP 0.1
Total CL2 COMP 0.1

Result Analysis
Date
7.73 pH 6/25/2013
25.4 iC 6/25/2013
ND mg/L  6/25/2013
2.9 mg/L  6/25/2013
Result Analysis
Date
7.61 pH 6/25/2013
26.6 IC 6/25/2013
0.11 mg/L  6/25/2013
2.3 mg/L  6/25/2013
Result Analysis
Date
7.66 pH 6/25/2013
25.4 iC 6/25/2013
ND mg/L  6/25/2013
3.0 mg/L  6/25/2013

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
ScCollector
ScCollector

Analyst

SCollector
ScCollector
SCollector

SCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306224

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Na = {, T S
Reviewed By: ”‘-ﬁ{‘»—u{ .f S Ainreid -
Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306235

Received Date and Time: 6/26/2013 2:38:02 PM

Collection Date: 6/26/2013 Sampler: DVC
Sample Number Location Collection
1306235-002 1H-19 Time
Ouley Hair Gallery, 1813 10:20
TCR West Virginia Ave. NE
Sample Number Location Collection
1306235-003 2H-17 Time
Sharper Image Barber 13:00
TCR Shop, 5115 Georgia Ave
NwW
Sample Number Location Collection
1306235-004 3H-15 Time
Avenue Market 5010 New 905
TCR Hampshire Ave NW
Sample Number Location Collection
Ti
1306235-005 3H-4 'me
FH #22 , 5760 Georgia 8:30
TCR Ave, NW

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Total CL2 COMP 0.1
Type Parameter Method RDL
Dist.

pH COMP

Temperature COMP

Free CI2 COMP 0.1

Result
754 pH
25.5 IC
0.10 mg/L
3.6 mg/L

Result
754 pH
25.5 iC
ND mg/L
2.6 mg/L

Result
7.52 pH
25.5 iC
0.10 mg/L
3.2 mg/L

Result
756 pH
24.0 iC
ND mg/L

Received By:

Analysis
Date

6/26/2013
6/26/2013
6/26/2013
6/26/2013

Analysis
Date

6/26/2013
6/26/2013
6/26/2013
6/26/2013

Analysis
Date

6/26/2013
6/26/2013
6/26/2013
6/26/2013

Analysis
Date

6/26/2013
6/26/2013
6/26/2013

JCross

Analyst

SCollector
ScCollector
SCollector

ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector

Analyst

ScCollector
SCollector
ScCollector

SCollector

Analyst

ScCollector

SCollector

SCollector



US Army Corps of Engineers

Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Total CL2
Sample Number  Lacation Collection  Type Parameter
1306235-006 L-23 Time _
McDonalds, 1635 Benning ~ 11:35 Dist.
TCR Rd NE
pH
Temperature
Free CI2
Total CL2

Reviewed By: nﬂ-f.”LM-J:’ -f - ":/f:_.;;--u:-.h{

Report Date: 7/2/2013

COMP

Method

COMP
COMP
COMP
COMP

Michael Chicoine, Laboratory Manager

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401

Report Number: FW- W1306235

0.1

RDL

0.1
0.1

31

Result

7.72
26.5
ND
2.9

mg/L

pH
iC
mg/L
mg/L

6/26/2013

Analysis
Date

6/26/2013
6/26/2013
6/26/2013
6/26/2013

7/2/2013
Date

ScCollector

Analyst

ScCollector
ScCollector
ScCollector
ScCollector



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer
Authority

Maureen Schmelling
Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Report Date: 7/2/2013

Report Number: FW- W1306236

Collection Date: 6/26/2013 Sampler: AB Received Date and Time: 6/26/2013 3:49:41 PM Received By: JCross
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
1H-21 Time Date
1306236-002 - . .
FH #7 414 8th St. SE 11:50  Dist
TCR
pH COMP 7.58 pH 6/26/2013  SCollector
Temperature COMP 25.3 iC 6/26/2013  SCollector
Free CI2 COMP 0.1 0.75 mg/L 6/26/2013  SCollector
Total CL2 COMP 0.1 3.3 mg/L 6/26/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gntalysis Analyst
: ate
1306236-003 3H-1 Time ,
Wagshals Deli, 4855 Mass 895 Dist.
TCR Ave. NW
pH COMP 7.64 pH 6/26/2013  SCollector
Temperature COMP 25.7 \C 6/26/2013  SCollector
Free CI2 COMP 0.1 ND mg/L 6/26/2013  SCollector
Total CL2 COMP 0.1 35 mg/L 6/26/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result Analysis  anglyst
AlH-4 Time Date
1306236-004 i ] .
TCR Pennsylvania Ave SE
pH COMP 7.61 pH 6/26/2013  SCollector
Temperature COMP 26.2 iC 6/26/2013  ScCollector
Free CI2 COMP 0.1 0.78 mg/L 6/26/2013  SCollector
Total CL2 COMP 0.1 2.8 mg/L 6/26/2013  SCollector
Sample Number  Location Collection Type Parameter Method RDL Result gn?WSiS Analyst
: ate
1306236-005 L-6 Time .
Amidon Elementary 10:51 Dist.
TCR School, 401 Eye St SW
pH COMP 7.60 pH 6/26/2013  SCollector
Temperature COMP 24.2 iC 6/26/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/26/2013  SCollector
Total CL2 COMP 0.1 3.1 mg/L 6/26/2013  SCollector

ND = Non-detect

5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401



US Army Corps of Engineers
Washington Aqueduct Laboratory

Lab Certification Number: DC00005

Field Data Report

District of Columbia Water and Sewer Report Date: 7/2/2013
Authority
Maureen Schmelling Report Number: FW- W1306236

Bureau of Water Services
301 Bryant Street, NW
Washinaton. DC 20001

Sample Number  Location Collection Type Parameter Method RDL Result Analysis  apalyst
Time Date
1306236-006 L-22 _ .
Subway Restaurant, 406 11:20 Dist.

TCR 1st St SE
pH COMP 7.61 pH 6/26/2013  SCollector
Temperature COMP 256 |C 6/26/2013  ScCollector
Free CI2 COMP 0.1 ND mg/L 6/26/2013  SCollector
Total CL2 COMP 0.1 3.2 mg/L 6/26/2013  SCollector

Reviewed By: nﬂ-ﬂ’{u:«b{” .f, : f:/f;--;x:\h{

7/2/2013

Michael Chicoine, Laboratory Manager Date

ND = Non-detect
5900 MacArthur Blvd. NW, Washington DC 20016 Phone (202) 764-0050 Fax (202) 764-2401
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